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ABSTRACT Cereal Chem. 73(2):284-289

The Rapid Visco-Analyser (RVA) normally does not indicate the ac- was found that the actual paste temperature lagged behind the blocktual temperature inside the sample can during operation, but rather that temperature, and the lag was a function of the heating/cooling rate andof the heated block. Sample cans were modified by incorporating a the apparent peak viscosity of the starch sample. A second-order multi-thermocouple that was immersed in the contents, and its temperature ple-regression equation (r = 0.94) was developed to predict that lag. Thecould then be monitored during operation. Three different starch types results can be used to predict the actual liquid temperature for any givenand four temperature profiles of differing ramping rates were used. It point on the pasting curve.

Initially, the Australians developed the Rapid Visco-Analyser
(RVA) (Newport Scientific Pty. Ltd., Warriewood, NSW, Austra-
lia) as a tool to measure the extent of sprout damage for a wheat
crop (Ross et al 1987). The first RVAs did not have computer-
controlled temperature. The temperature programs were limited to
three set points, each for a limited choice of times. When the set
point was changed, the heating or cooling operated at maximum
until the desired temperature was approached. No linear ramping
was available, as it is today. Early experiments with ramping re-
quired the operator to manually increase the temperature control
by one degree for every time unit (i.e., every 40 sec for a rate of
1.50C/min). This was satisfactory for studying the instrument and
potential applications, but not for routine use. Unlike the Bra-
bender Visco/Amylograph, the operating temperature of the RVA
is based on feedback from the block temperature of the machine,
not from the temperature of the sample. The temperature of the
liquid was known to lag behind that of the heating block, but the
amount of difference between the two was not known.

Early on, the RVA developers recognized this problem, compli-
cated by the fact that the block temperatures were not accurately
known. An attempt was made to measure the temperature of the
contents during the machine's operation. Through a small hole
drilled into the heating block, a hypodermic needle, containing a
thermocouple, was used to pierce the sample container, thus po-
sitioning the thermocouple just above the paddle yet still im-
mersed in the contents. Temperature was recorded manually on
the same strip chart that was recording the viscosity change. Al-
though this crude method was not entirely satisfactory, it did
permit making estimates of an actual sample's temperature at
critical points, such as at peak viscosity.

With the incorporation of computer technology, the RVA has
evolved into a very reproducible, versatile, rapid-pasting device
(Walker et al 1988). However, there is still concern as to the cor-
rect temperature of the sample, especially by those accustomed to
using the amylograph. The objectives of this study were to meas-
ure the actual temperature of the liquid contents inside the RVA
can during operation and then to compare it with the block tem-
perature of the machine as a function of heating rate and fluid
viscosity. These results would then be applied to the development
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of an equation that could predict the sample's actual peak tem-
perature at a given viscosity and heating rate.

MATERIALS AND METHODS

A model 3-CR RVA (Newport Scientific Pty. Ltd.) was used.
Four temperature profiles were utilized. One was the 3-min rapid-
pasting or sprout-damage test. Its temperature profile was set to
maintain a constant block temperature of 950 C for 3 min
(Anonymous 1993). The other tests were 13-, 23-, and 130-min
gelatinization, pasting, and setback profiles, which used different
ramping rates (12.2, 6.0, and 1.50C/min, respectively). These
profiles began at 50'C. Block temperature was increased to 950C,
at which it was held for a time and then cooled to 50'C and held
again. The actual profiles are outlined in Table I.

Measuring Actual Temperature
The RVA developers had devoted considerable effort in the de-

sign of the cans and paddles to ensure a homogenous slurry and
optimal heat transfer. The paddle was at least 10 mm below the
slurry's surface, and the paddle-to-can clearance was 2.4 and 4.5
mm from the sides and bottom, respectively (field measured).
Preliminary trials, with the thermocouples located at several dif-
ferent points in the can, showed that the thermocouple location
had no significant effect on temperature data. Therefore, thermo-
couple location was based on the physical ease in modifying the
cans.

New, disposable sample cans were modified by drilling a small
hole through the lower edge and inserting a 30-gauge "type K"
thermocouple (TT-K-30, Omega Engineering, Inc., Stamford, CT)
(Fig. 1). The wire was placed along the bottom of the can, half-
way from the center, where it was glued in place using epoxy. To
measure the liquid's temperature and not the can's temperature,
the exposed end of the thermocouple was bent up. Before each

TABLE I
RVA Gelatinization, Pasting, and Setback Heating Profiles

Profiles
13-min 23-min 130-min

50'C idle temperature
50 0C
95 0C
95 0C
500C
50 0C

End

1.0 min
4.7 min
7.2 min

11.0 min
13.0 min
13.0 min

1.0 min
8.5 min

13.0 min
21.0 min
23.0 min
23.0 min

Ramping rate 12.2°C/min 6.0°C/min 1.5°C/min

10.0 min
40.0 min
70.0 min

1 00.0 min
130.0 min
130.0 min



run, the remaining portion of the thermocouple wire was threaded
down through the bottom of the split copper block and wired into
a connector plug. Actual sample-temperature data were collected
during the RVA test cycle using a model 50 datalogger
(Electronic Controls Design, Inc., Milwaukie, OR). Temperatures
were recorded at 4-sec intervals to the nearest 0.1 C.

Starch Description and Procedure
Three different starch types were selected, based on prelimi-

nary studies of a group of starches that vary in viscosity. They
included an unmodified wheat starch (unmodified) (Midsol-50,
Midwest Grain Products Inc., Atchison, KS); a waxy corn starch
(waxy) (7350 Waxy No. 1, A. E. Staley Mfg., Co., Decatur, IL);
and a cross-linked, acetylated tapioca starch (modified) (Tenderfil
473A, A. E. Staley Mfg., Co.).

Twenty-five milliliters of distilled water (25 0C) were dispensed
into a sample can. Three grams of starch (on a 12% moisture ba-
sis) were placed on the surface of the water and, using the paddle,
the mixture was jogged for 10 sec to produce a lump-free slurry.
The can and paddle were inserted carefully into the machine, so
as not to tangle the thermocouple wire. With the paddle firmly
seated in the drive motor clutch, the test cycle was activated by
depressing the motor tower. After initial 10-sec, high-speed (900
rpm) stirring, the test was continued at a constant stirring speed of
160 rpm. The proprietary RVA software (Booth 1992) controlled
the block temperature and collected the viscosity data.

Temperature was recorded in 'C; time was recorded in minutes;
and apparent viscosity was expressed in rapid visco units (RVUs,
in which 1 RVU _ 10 cp). Viscosity, temperature, and times for
peak and end-time were determined for the 3-min, sprout-damage
test. For the pasting tests, viscosities, temperatures, and times for
peak (maximum), breakdown (minimum), and end-time (setback)
were identified from the completed pasting curves.

Experimental Design
Each of the three starches was run in triplicate for each of the

four RVA profiles (3-, 13-, 23-, and 130-min tests). One-way
analyses of variance (ANOVA) were done to find any differences

Fig. 1. Cut-away view of the modified liquid-temperature-sensing sam-
ple can. The dotted line represents the contents level. Note the thermo-
couple inserted through the bottom edge of the can.

among block and actual temperatures for the 3-min profile. Re-
gression analysis was performed on both block and actual tem-
peratures of the pasting profiles and on viscosity at several critical
points (peak, breakdown, and end-time), according to ramping
rate. The response surface methodology (RSM) statistical tech-
nique (RSMPLUS, AEW Consulting, Lincoln, NE) was used to
generate a second-order multiple-regression equation, including a
correlation coefficient and standard error, that would predict tem-
perature lag (block minus actual) as the dependent variable
(Walker and Parkhurst 1984).

RESULTS AND DISCUSSION

3-Min, Sprout-Damage Test
This quick test, developed for a specific purpose, has a high

degree of correlation with other methods used for sprout-damage
analysis. Although this test is not used normally for pure starch
samples, it was included because of its rapid heating and short
duration. The actual liquid temperature during the test is not nor-
mally a concern. The test starts with the block preheated to 95 0C
and attempts to maintain that temperature during the entire test
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Fig. 2. Comparison of the block versus actual liquid temperature for
three starches using the 3-min profile.
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